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There is a growing demand in the sports world for wearable technology, 
particularly those with electromyography acquisition capabilities. Electromyography 
(EMG) is technique for measuring the electrical activity that occurs during muscle 
contraction and relaxation. Basic practical applications of EMG use in sports include, 
but are not limited to: measuring activation timing of a muscle, measuring levels of 
activation, and detecting fatigue. The sports performance company Strive has 
designed an EMG wearable, called Sense3, that targets the following muscles of the 
lower limb: Quadriceps, Hamstrings, and Glutes. Sense3 must pass reliability assays to 
determine the validity of the EMG system in order for Sense3 to be accessible as a 
commercialized product. This study was designed to compare the EMG acquisition 
performance of Sense3 to the performance of a traditional EMG acquisition device, 
MA-300, during slow and controlled movements, simulated by use of a dynamometer, 
and during dynamic movements. Statistics from the reliability assays showed Sense3 to 
be reliable in the Rectus Femoris and Biceps Femoris during dynamometer trials. 
Sense3 was unable to consistently record useable EMG signals for analysis during 
dynamic exercise trials. The ability to record EMG signals during dynamic movement 
was the main determinant for validity of Sense3’s EMG acquisition system. The results 







Chapter 1. Introduction 
 
Professional sports are a beloved cultural influencer that generate a huge 
economic market with estimated revenues of over a trillion dollars in the US alone. 
Over the decades, we have been able to push the limits of human athleticism and 
mastery of technical skills through the progression of medical practices, technological 
advancements, and research cultivated over the years. With the continuing growth of 
the sports industry, sports scientists, coaches, and athletes are investing in technology 
in order to gain the competitive advantage. Wearable technology has become the 
latest revolutionary technological means in sports. The growing trend is to monitor 
human physiological function and performance during physical activity in real-time (Li 
et al. 2016). As a result, sensors integrated into wearable devices are receiving 
considerable attention from the athletic community and companies are furthering 
research and production of these devices. Objectively quantified data collected from 
wearables can be used to predict outcomes and minimize risks by supporting decision-
making with real data. Through the implementation of wearables, athletes are better 
equipped to track changes in athletic performance and movement in addition to 
monitoring workload and biometric markers that may be a pre-cursor to injury. 
Commonly used external load (movement) sensors include pedometers, 
accelerometers/gyroscopes, and global positioning satellite (GPS) devices. Generally 
used internal load (physiological) sensors include heart rate monitors, sleep monitors, 
and temperature sensors (Li et al. 2016). There are already established devices that 
permits the recording of such physiological markers, however, wearables present 
distinct advantages. Generally, wearables are intended to be worn comfortably by an 
athlete without limiting or affecting the execution of otherwise normal movement. 
Development of wearable devices could expectedly employ a smaller design than the 
standard testing equipment. Smaller designs are conceivable by incorporating smaller 
versions of the necessary components, which may have negative implications on the 
quality of testing results. The smaller versions tend to require less power consumption 
and are usually available at a relatively lower price, however, here presents the tradeoff 
between energy efficiency and performance (Benatti et al. 2017). The designing of 
wearable sensors is driven by the increased availability, lower cost, and advancements 
of personal computing devices such as smart phones and digital watches (Li et al. 
2016). Being able to view data away from a stationary computer desktop assists in 
maximizing the potential of true mobile wearable devices. 
Clinical and sports settings are having a growing demand for wearable devices 
with capabilities to perform electromyography (EMG). Surface electromyography 
(sEMG), in particular, is a non-invasive diagnostic technique for measuring the electrical 






EMG signal denotes the electrical activity that is generated by motor unit action 
potentials occurring inside the muscles of interest (Lynn et al. 2018). 
“Electromyography is unique in revealing what a muscle actually does at any moment 
during movement and postures. Moreover, it reveals objectively the fine interplay or 
coordination of muscles… (Ltd. 2010)”. Generally, electromyographic studies help us 
understand the location of the problem or opportunities for improvement in movement 
strategies and execution (Sozen and Turker 2013). The ability for sEMG to explore the 
relationship between muscle activation, movement, and force has made it more 
desirable in sports for athletic training and maintenance (Lynn et al. 2018). Organizing 
the utilization of muscles in a “optimal” and economical fashion helps improve athletic 
performance and minimize the risk of injury (Sozen and Turker 2013).  
Basic practical applications of sEMG signals include, but not limited to: 
• To measure the activation timing of a muscle 
• To measure the level of activation of a muscle 
• To measure the resting level of a muscle 
• To monitor the fatigue of a muscle 
 
Surface electromyography use in sports applications already exists. However, sports 
scientists, coaches, trainers, and athletes are requesting production of practical sEMG 
wearables due to the limitations that exist with current standard sEMG testing 
procedures. Issues that arise when considering sEMG use are total cost, time logistics, 
equipment restrictions, and expertise required for sEMG data acquisition (Freed et al. 
2012). Utilizing a traditional EMG acquisition system is a lengthy endeavor. Setup 
begins with skin preparation; the skin is cleaned with alcohol and shaved to reduce 
electrode-skin impedance. Following preparation, electrodes must be carefully and 
securely placed on the appropriate muscles based on anatomical landmarks. “A whole 
session, including setup, system calibration, and patient assessment can take two to 
four hours (Freed 2012).” Trained personnel are required for preparation and operation 
of the acquisition system, verification of the signal quality, and interpretation of the 
results. Scheduling of EMG test sessions must be coordinated around the availability of 
the trained personnel, which may be a time constraint. Conventional sEMG systems 
tend to be heavy, bulky devices that limit data acquisition to a laboratory setting. 
These systems have long wires that connect the electrodes to the signal processor. This 
makes it difficult for patients to move freely, influencing normal movement, as well as 
tethering the patient to a confined space (DesMarais and Giess 2017). The equipment 
and associated personnel costs can be an issue. To own an EMG acquisition system 
and all its necessary parts cost thousands of dollars. To rent lab space, the required 
personnel, and the EMG system can be pricey as well, particularly if testing should be 






Chapter 2. Review of Literature 
 
 Having wearable devices with the capabilities to perform surface 
electromyography presents a much more appealing option for those interested in 
sports performance. Advances in technology have allowed athletes to monitor player 
movements, workload, and certain biometric markers in attempts to maximize athletic 
performance and minimize injury (Li et al. 2016). The popularity of wearable sport 
devices incorporating sensor technology is driven by increased availability, lower costs, 
and the advancements of personal computing devices such as smart phones, tablets, 
and digital watches (Li et al. 2016). Unfortunately, wearable devices with EMG 
capabilities are not as prevalent as those using other sensor types. The current EMG 
wearables on the market show a trend towards cable-free systems, which allow greater 
freedom and range of motion, with wireless data transfer functions infused in 
athleticwear (Kugler et al. 2013). A wearable biosensor device that has been designed 
for long term use needs to be unobtrusive, lightweight and generally not cause 
disturbance to the user. The wireless capabilities permit quick and easy data transfer 
and possibly live monitoring which makes teaching and providing feedback quicker 
and more practical. Integrating sEMG into a wearable is advantageous because proper 
placement of electrodes is challenging for an untrained user, as the location and 
spacing between electrodes affects the resulting sEMG signal. But if the sEMG sensors 
are integrated into a wearable platform, such as clothing and textile, these difficulties 
could be reduced, then the user will only have to wear the textile as intended and the 
sensors would already be placed in the correct positions (Shafti et al. 2016). 
Development of wearable, textile-embedded sEMG acquisition devices would provide 
benefits including (i) much shorter setup time (a few seconds to put on garment), (ii) 
continuous, remote monitoring of muscle activity, and (iii)  comfort and movement 
freedom when wearing (Shafti et al. 2016).  
 
2.1. Traditional EMG System Basic Configuration  
 
Most traditional EMG acquisition systems follow this basic design configuration, 
shown in Figure 2.1. Electrodes are placed on the skin at the appropriate position 
above the muscle(s) of interest. These electrodes detect the electrical activity that 
occurs within the muscle. Pre-amplifiers amplify the original signal. They are stationed 
very closely to the electrodes to help mitigate the effects of noise and motion artifact 
(Freed 2012). The signal continues through sheathed wires to a stationary central hub 
for further amplification and signal filtering. Filtering is applied to eliminate high-
frequency and low-frequency noise. Noise is defined as electrical signals that are not a 






the following types: the inherent noise generated by all electronic equipment (cannot 
be eliminated, reduced by using high-quality equipment), ambient noise 
(electromagnetic radiation from bodies and/or powerline interference), and motion 
artifacts (skin-electrode interface and movement in electrode cable) (Reaz et al. 2006). 
The signal must then be converted from an analog signal to a digital signal in order to 
be sent to a computer for signal analysis. 
 
2.2. Electrical Activity Within a Muscle 
 
An EMG signal is the summation of detected Motor Unit Action Potentials 
(MUAP) showing the muscle response to neural stimulation (Reaz et al. 2006), see 
Figure 2.2. The nervous system uses neurons to communicate with skeletal muscle 
using neural impulses that excite the motor unit. When a motor unit is activated, 
electrical action potentials are generated at the neuromuscular junctions and 
propagate along the associating muscle fibers (Sozen and Turker 2013). A wave of 
depolarization occurs and these neural impulses generate electrical signals, see Figure 
2.3. The EMG system detects the electrical activity that occurs from exciting or relaxing 
the muscle.   
 








2.3. The Process of Collecting and Processing an EMG Signal  
 
Traditional surface EMG collection utilizes electrical detection sensors coming in 
the form of an electrode or electrode array. The surface electrodes come in two types: 
wet electrodes and dry electrodes. Wet electrodes have a gel-like, sticky substance 
(e.g., Ag/AgCl) on the skin-contact side which gives it the advantages of providing 
reduced motion artifact and reduced contact impedance and typically costs less than 
Figure 1.2. Summation of the Motor Unit Action Potentials detected from 
composes a raw EMG signal (Techniques of EMG signal analysis/detection) 
Figure 2.3. Depolarization that occurs from a Motor Unit Action 






dry electrodes. Dry electrodes (e.g., stainless steel) present their own advantages as 
well. These electrodes provide comparable performance, in terms of recognizing 
electrical activity, to wet electrodes. Dry electrodes may be more expensive initially but 
the cost differences could be realized overtime. Dry electrodes are resilient and 
reusable while the performance of wet electrodes degrade over time and are usually 
disposable. Electrode arrays can be used as an adequate substitute for wet or dry 
electrodes. A two-dimensional electrode array is a series of evenly spaced electrode 
consisting of m rows and/or n columns. This array can reduce the setup time and 
complexity of electrode placement by being able to be quickly placed over the muscle 
area to collect data across the whole array (Freed 2012).  
The amplitude of the original raw EMG signal can range from about 6 microvolts 
to 200 microvolts and the frequency band can extend from about 10hz to 50hz (Kundu 
et al. 2011). Pre-amplifiers are implemented to strengthen the amplitude of the 
relatively weak signal. Situating the pre-amplifiers closely to the electrode improves the 
signal-to-noise ratio of the signal by minimizing the effect that noise factors may have 
further down the signal acquisition process. 
 The individual electrodes or electrode arrays are connected via wires to an 
interface unit typically situated at a nearby fixed location (e.g., desktop). This unit 
controls an assortment of settings involved with EMG data collection (e.g., recording 
bandwidth, adjustable gain switches, channel switching) and provides signal quality 
functions such as signal filtering and converting the EMG signal from analog to digital. 
Most electromyography acquisition systems support multichannel recording. 
Multichannel EMG acquisition systems allow simultaneous detection from many 
muscles at the same time, using a fraction of the available channels on each muscle, or 
they can be used for more in-depth assessment of a single muscle (Pozzo et al. 2004). 
Multi-channel EMG systems that are designed to be operated concurrently with motion 
capture may utilize a mobile unit that the subject wears on a vest or belt. The mobile 
unit is advantageous because it serves as a relay to the desktop-bound interface unit. 
The electrodes plug directly into the mobile unit and then a single (long) wire connects 
to the desktop unit. This extends the range of use and minimizes obstruction of the 
participant’s intended movements. The mobile unit may also provide additional 
features or adjustable settings, or inherit some of the responsibilities of the desktop 
interface unit. The high-performance & high-quality data acquisition capabilities of 
these systems require a significant amount of reliable power. The usual source for 
power is obtained from a wall outlet, which is ultimately why the EMG system is 
stationary and lacks versatility. Furthermore, the interface unit will predictably be 
located near a desktop computer to where it must send the EMG signal for final 







2.4. Benefits of an EMG Wearable 
 
Incorporating EMG sensors into a wearable design drastically minimizes the 
setup time necessary to perform electromyography. Normally, electrodes must be 
expertly placed and fastened to the appropriate muscle(s) for high-quality EMG 
acquisition. Pre-installed electrodes for smaller, intricate muscles or electrode arrays for 
larger, broad muscles would reduce setup time to the time needed to put on the 
device. Implementing a wearable for EMG acquisition also allows greater freedom and 
range of motion to the user. A cable-free system permits a more accurate assessment 
of movement performance and strategy since user can execute movements without 
restraint. Testing would no longer be restricted to a specific setting or time frame. 
Monitoring and recording of muscle activations, fatigue, and workload would be 
possible even in remote environments and at any time of the day.  
 
2.5. Designing and Constructing an EMG Wearable 
 
Development of a wearable multi-channel EMG acquisition system must 
consider the overall configuration of a traditional sEMG acquisition system while 
combining all the necessary parts into a single compact design. An acceptable 
wearable system for commercial mobile sports performance analysis of EMG signals 
consists of four major components: the wearable EMG sensors that acquire the raw 
signal, a device to receive and process the data, signal analysis algorithms that execute 
on the device, and a form of wireless data transfer (Kugler et al. 2013). Refer to Figure 
2.4, while reading further description of wearable EMG design.  
The design of wearable EMG device begins with the layout and construction of 
the garment. Considerations must be made when selecting the garment that will infuse 
the entirety of the EMG acquisition system. The garment must be functionally 
conducive to the desired movement objectives. Since a wearable would be reused, 






flexible dry electrodes or electrode arrays should be integrated at the necessary 
locations inside the housing garment. Each accompanying channel of the EMG signal is 
to be intercepted by a biopotential pre-amplifier unit. Biosensors are challenged with 
high contact impedance between the skin and the electrode which makes the already 
weak EMG signal very sensitive to noise. The essential function of the biopotential 
amplifier units is to take the weak electric signal of biological origin and increase its 
amplitude so that it can be further processed, recorded, or displayed (VLAB, 2011). 
Due to the microvolt-level input signals and very high input impedance, pre-amplifier 
units utilize certain types of low noise amplifiers then apply notch filters following 
amplification (Jamaluddin et al. 2014). Instrumentation amplifiers are a form of 
differential amplifier that are commonly employed to satisfy the role of low noise 
amplifier in biopotential circuits. Differential amplifiers are a type of electronic amplifier 
that amplifies the difference between two input voltages but suppresses any voltage 
common to the two inputs. Instrumentation amplifiers supply great accuracy and 
stability to the biopotential circuit by having the following characteristics: low drift, low 
noise, very high common-mode rejection ratio, and very high input impedances to 
combat the high impedance between skin and the electrodes. At the least, simple 
notch filter circuits are added after the amplifiers to eliminate powerline interference 
(50hz) (Jamaluddin et al. 2014). Notch filters are band reject filters. These filters remove 
some frequency portion of a signal by attenuating a specific range of frequencies to 
very low levels (Jamaluddin et al. 2014).  
 The EMG signals depart from the pre-amplifier units and arrive at the 
microcontroller. The microcontroller is the brain of the wearable EMG system. The 
amplified and filtered analog EMG signal needs to be digitized for further signal 
processing. The microcontroller must have built-in digital signal processor (DSP) 
functions and offer analog-to-digital signal conversion. After converting the signal from 
analog to digital, digital signal processors take the biopotential signals and measure, 
filter and/or compress them, then apply the designed analysis algorithms. Particularly 
with a sports performance wearable training device, the signals need to be processed 
and analyzed so targeted information can be displayed and applied in real-time 
(Analogy Devices). Signal processing algorithms need to be able to be programmed on 
and ran by the DSP to present useful information. Examples of typically used 
processing algorithms for EMG signal include algorithms for pre-processing (high-band 
and low-band pass filter), event detection (Pan-Tompkins), feature extraction (FFT, 
Wavelets, statistics) and classification (Linear Discriminant Analysis, Support Vector 
Machine) (Kugler et al. 2013).  Dedicated digital processors that are reduced to an 
application specific computational task have shown better power efficiency, which 
would make them more suitable in portable devices such as a wearable device because 






 It is almost a requirement for biosensor wearables, designed for sports 
performance and rehabilitation applications, to have reliable and high-speed wireless 
data transmission. The purpose of such wearable is to obtain quality data in a wider 
range of settings and to be able to utilize that data in real time. To accomplish that and 
eliminate the need to plug the wearable into an external device, wireless LAN or 
Bluetooth technology need to be integrated into the wearable. Implementation of a 
wireless module into an EMG wearable design increases physical mobility and allows 
mobile access to information. For a coach or athlete, it may even be more 
advantageous to utilize Bluetooth technology (Kugler et al. 2013). Training is more 
likely to take place in an environment free of a computer and Wi-Fi, and Bluetooth 
permits direct data transmission to compatible devices like smartphones and tablet 
computers. However, wireless LAN use does present the advantages of quicker data 
transfer and the ability to connect with multiple devices.  
 While designing wearable systems, wearability is an essential factor to consider. 
Wearability is defined as the “interaction between the human body and the wearable 
object”(Freed 2012). If a biological signal acquisition device is to be worn for long term 
use, it needs to be unobtrusive, be compact and lightweight, and generally not cause 
disturbance to the user (Shafti et al. 2016). The challenge to wearable sensor design is 
to encompass all these features while still providing quality processed information. 
Unobtrusiveness in an EMG wearable is accomplished by eliminating the wires from the 
electrodes to the processing unit. By integrating the EMG acquisition circuitry into the 
textile frame of the wearable, users’ movements are not impeded or restricted. The 
device needs to be light enough to be worn for an excessive amount of time without 
causing fatigue. Additionally, the device needs to be sleek enough to allow maximum 
flexibility of movements. Both can be accomplished by incorporating smaller versions 
of the components necessary to operate an EMG data acquisition system. Technology 
continues to advance by designing electronics that continue to get smaller while 
steadily improving performance. Smaller sizes correlate with lighter weight. Another 
strategy to reducing weight is by combining several components into a single device. 
In EMG wearable designs, pre-amplifier units combine series of amplifiers and notch 
filters into a single entity. Most microprocessors utilized in these designs have A/D 
converter capabilities along with its expected DSP functions. While smaller sizes do not 
necessarily correlate with less power consumption, there are versions of these devices 
that require less power by sacrificing performance capabilities. Minimizing power 










2.6. Factors Influencing the Mass Commercialization of EMG Wearables 
 
There are technical, schematic and functional limitations that have hampered the 
mass growth and development of mobile wearable biological sensor devices, primarily 
those encompassing EMG technology. Physiological sensor or measuring devices that 
were once limited in use due to their large size, lack of mobility, or bulk have evolved 
to become much smaller and portable (Montes et al. 2018). The professional sport and 
recreation exercise communities desire accurate and consistent measurement devices 
that are small, unobtrusive, and comfortable to wear. Current technology allows for 
various systems and measurement units to be integrated together into a wearable 
system, however the challenge to an acceptable design is to encompass all features 
comfortably while providing quality processed information. Typically, smaller or mobile 
(battery operated) versions of technology have shown to perhaps cost less but may 
have poorer performance quality when compared to its gold-standard counterpart. As 
it pertains to a wearable EMG device, the challenge arises when attempting to satisfy 
the accuracy and consistency of EMG signal detection and analysis as well as providing 
a comfortable design (Belbasis and Fuss 2018). With sacrifices to component 
performance in exchange for size, mobility and low power consumption, complications 
arise when testing the validity and reliability of wearable EMG devices. Investigators 
report mixed reliability conclusions with some reporting low to moderate reliability 
while other demonstrate higher reliability. The mixed results arise from attempting to 
measure a highly sensitive and variable biological factor, such as muscle activation, 
using relatively poorer measurement quality equipment. Further, the data being used 
by investigators are largely dependent on the measures investigated, the muscle(s) of 
interest, and the methods by which reliability is quantified (Brown). Also, inconsistent 
methodological approaches, for example, different manufacturers utilizing different 
algorithms for signal processing, affects result interpretation (Zulkifli et al. 2019).  
 
2.7. Sense3 by Strive 
 
With advancements including component miniaturization, material development 
and improved manufacturing methods, new technologies for measuring human 
physiology are emerging that may reduce the setup cost and complexity of measuring 
sEMG of athletes in training or competition settings (Lynn et al. 2018).  These 
advancements are being applied to the development of wearable EMG acquisition 
systems for clinical and sports purposes. Sports performance company Strive has 
designed and constructed Sense3 to be a commercial mobile multi-channel EMG 
acquisition system used by athletes of all ages, pictured in Figure 2.5. Sense3’s EMG 






shorts and has the full ability to acquire, process, analyze electromyographic signals 
and send the results wirelessly to a personal account on the company’s associated 
website (Lynn et al. 2018). Sense3 is an athletic performance movement monitoring 
system that provides coaches and athletes with performance metrics derived from 
sEMG measurements, but aside from its EMG acquisition and processing capabilities, 
Sense3 can track and monitor several heart parameters pertaining to heart rate, as well 
as, motion parameters like distance traveled, accelerations, and jump heights. To be 
considered a viable option as a wide-spread commercial wearable EMG acquisition 
system, or performance monitoring system as a whole, the validity and reliability 
testing of the system needs to be completed. Validity and reliability testing will be 
performed on two monitoring systems of Sense3: EMG acquisition and motion 
detection (jump heights and average acceleration).  
 
Access to specific component details utilized in the construction of Sense3 is 
limited. Sense3 uses a culmination of dry sEMG sensors located to align with the 
designated muscle groups of interest: Hamstrings, Glutes, and Quads. The EMG 
signals are recorded with a sample rate 1024 hz. The analog signal is amplified and 
passes through a bandpass filter of 70hz – 500hz (3dB points). It then reaches the 
microprocessor and is digitally converted by a 12-bit analog-to-digital converter. The 
EMG signal completes processing and is sent through analysis algorithms to provide all 
the performance metrices available.  
Sense3 utilizes a small detachable housing device titled “the puck”, located on 
the front of the waistband shown in Figure 2.5, that holds the EMG processing 
Figure 2.5. Prototype Sense3 worn on athlete (left). Front view of the integration of EMG system 






hardware, the accelerometer and gyroscope, and the wireless transmission module. 
The accelerometer has a 100hz sampling frequency and the gyroscope has a 100hz 
rotational velocity. The puck uses a Bluetooth Low Energy Transmitter that transmit the 
data to a mobile data box that, with an internet connected, sends the data to the 








































Chapter 3. Purpose 
 
The electromyographic study of athletes is becoming more prevalent in sports. 
Using surface EMG to improve athletic performance and minimize the risk of injury is a 
luxury that many coaches, trainers, and athletes desire to be readily accessible. The 
sports performance market is pushing for wearable EMG acquisition systems. 
Establishment of a functional EMG wearable expands the range of practical 
applications from passive monitoring of muscle activation and fatigue to active training 
or optimization of movement strategies. The sports performance company Strive has 
designed athletic compressive shorts integrated with a multi-channel EMG acquisition 
system coupled with an external load monitoring system called Sense3. Although 
traditional surface EMG systems provide high quality interpretations of muscle activity 
which makes it suitable for clinical use and research, EMG data can be variable. Even 
EMG data collection of the same subject, performing the same movement, with the 
same collection device, will likely show some sort of variance. A wearable EMG 
acquisition system is likely to demonstrate variance as well, however, to what degree 
and how do the EMG signals quantitatively compare to a traditional sEMG system. The 
purpose of this thesis to test the validity and reliability of Sense3’s EMG acquisition 
system by comparing Sense3 sEMG measurements to those collected by a traditional 
surface EMG acquisition system (Motion Lab Systems, MA300). Validity and reliability 
will also be examined of the Sense3’s acceleration and jump height calculations to 
calculations made from the results of a motion capture system (Codamotion). The 
validity of the Sense3 EMG system will be evaluated by first comparing sEMG signal 
characteristics recorded by both systems of the quadriceps, hamstrings, and glutes on 
participants attempting to perform the same movements (Lynn et al. 2018). There are 
two movement conditions in which the EMG measurements will be recorded to 
determine validity: contractions during isolated joint movements and contractions 
during dynamic exercise. Through the use of a dynamometer, participants will perform 
selected uni-joint exercises intended to isolate activation to the designated muscle. 
The dynamometer helps determine repeatability by allowing the participants to 
perform, seemingly, the exact same movement which permits more objective 
quantitative comparison amongst both systems and all participants. “Repeatability of 
EMG data is established for many isometric exercises but less is known about the 
reliability of this method of analysis during dynamic exercise” (Sozen and Turker 2013). 
Validity and reliability testing of Sense3 during dynamic movements would be insightful 
since the expectation is for the product to utilized in environments exclusive to 
dynamic movement.  Muscle activation strategies and intensities vary from person to 
person when performing dynamic, multi-joint exercises. Muscle activation variance and 






conclusions more up to interpretation. The external load measurements of Sense3 
needs to be tested as well. Sense3 offers to calculate average acceleration of a 
particular sprint and the heights reached in a particular jump. Motion capture will be 
used to analyze these parameters and compare to Sense3.  
 
3.1. Research Question 
 
To be considered a viable option as a wide-spread commercial wearable EMG 
acquisition system, or performance monitoring system as a whole, validity and reliability 
testing of Sense3’s measuring systems need to be completed. The EMG acquisition 
system of Sense3 will be tested for reliability. Sense3’s motion detection system, 





The electromyographic study of athletes is becoming more prevalent in sports. 
sEMG is a tool used to improve athletic performance and to minimize injury risks. Many 
coaches, trainers, and athletes desire for its abilities to be readily accessible. The sports 
performance market is pushing for wearable EMG acquisition systems. Establishment of 
a functional EMG wearable expands the range of practical applications from passive 
monitoring of muscle activation and fatigue to active training or optimization of 
movement strategies. The sports performance company Strive has designed athletic 
compressive shorts integrated with a multi-channel EMG acquisition system coupled with 
a motion detection system called “Sense3”. Although traditional surface EMG systems 
provide high quality measurements of muscle activity which makes it suitable for clinical 
use and research, inconsistencies with electrode placement, the natural variability of the 
participant’s movement execution, and other factors, cause these measurements not be 
uniform, i.e., reducing reliability of the measurements. Even the EMG signal 
measurements of the same subject, performing the same movement, with the same 
collection device, will likely show some degree of variance. A wearable EMG acquisition 
system is likely to demonstrate that variance as well. This experiment is designed to test 
how the EMG signals from Sense3 compare quantitatively to a traditional sEMG system. 
The purpose of this project is to test the validity and reliability of Sense3’s EMG 
acquisition system by comparing Sense3 sEMG measurements to those collected by a 
traditional surface EMG acquisition system (Motion Lab Systems, MA300) through 
quantitative and qualitative analysis methods. Reliability will be evaluated by 
comparing sEMG signal characteristics recorded by both EMG systems of the Rectus 






the same movements (Lynn et al. 2018). There will be two movement conditions in 
which the EMG measurements will be recorded: contractions during isolated joint 
movements and contractions during dynamic exercise. Through the use of a 
dynamometer, participants will perform selected uni-joint exercises intended to isolate 
activation to the designated muscle. The dynamometer helps minimize variability by 
allowing the participants to perform, hypothetically, the exact same movement which 
permits more objective quantitative comparison amongst both systems and all 
participants. Using isometric and isokinetic exercises on the dynamometer is an 
established method of analysis to provide repeatability to EMG data, which makes it 
effective in comparing EMG acquisition systems. However, less is known about the 
reliability of this method of analysis during dynamic exercise (Sozen and Turker 2013). 
The muscle activations produced by the Rectus Femoris, Biceps Femoris, and Gluteus 
Maximus would be observed throughout the entirety of a series of different movement 
tasks (jump, squat, walk). The variations between the neuromuscular strategy each 
participant chooses to use in order to execute the movement task provides a situation 
comparative to would-be real-world experiences. Validity and reliability testing of 
Sense3 during dynamic movements would be insightful since the expectation is for the 
product to be utilized in environments exclusive to dynamic movement. Muscle 
activation strategies and intensities vary from person to person when performing 
dynamic, multi-joint exercises. Muscle activation variance and motion artifacts 
experienced during movement is expected to make validity and reliability conclusions 
more up to interpretation. The movement measurements of Sense3 needs to be tested 
as well. Reliability will be examined of the Sense3’s average horizontal acceleration and 
jump height calculations to calculations made from the results of a motion capture 
system (Codamotion). Sense3 offers to calculate average acceleration of a particular 
sprint and the heights reached in a particular jump. Motion capture will be used to 






















Ten healthy males consented to this study. Participants’ mean (SD) age and 
weight were 24.2 (±4.96) years old and 191.3 (±36.3) lbs respectively. All participants 
were right leg dominant and recreationally active with no history of lower limb and 
lower back injury in the last six months. 
 
4.2. Experimental Procedure 
 
Prior to data collection, each participant had their anthropometric data recorded 
to be used in kinetic and kinematic analyses. This experimental protocol consists of 
testing the performance of two systems on Sense3: the EMG acquisition system and the 
external movement measurements (average acceleration & jump height). The EMG data 
measurements of Sense3 was compared to the EMG data measurements of a 
conventional EMG acquisition system under the same conditions. Each participant was 
tested by both systems under two testing conditions: using a dynamometer and 
performing dynamic exercise. Participants started data collection using Sense3. Once all 
trials of the initial testing condition was completed, the participant was setup for 
conventional EMG acquisition. After the trials for both systems were completed, the 
participants proceed to the next testing conditions to be measured by both systems.    
The order of the initial testing condition was randomized. Jump height and average 
acceleration calculations measured by Sense3 was compared to the calculations from 
motion capture analysis.  
 
4.2.1. Surface Electromyography 
 
The performance of the EMG acquisition was tested under two conditions: 
uniform isometric & isokinetic movements and dynamic exercise. Data collected from 
EMG acquisition and analysis is characteristically variable by nature. In attempts to 
minimize variability, a dynamometer was used by each participant for the isometric and 
isokinetic condition. The dynamometer guides the movement pattern by controlling 
angle, timing and speed of the movement and permits the maximum voluntary 
contraction of a specified muscle. This representation of uniformity amongst all 
participants, in terms of levels of muscle activation, provides a basis to quantitatively 
compare the EMG signals of both systems across all participants. Dynamic exercise 
allows us to see how Sense3 performs in scenarios likely to be seen in the field. Each 






perform a particular movement pattern. As a result, EMG signal comparison between 
two athletes performing “identical” movements will likely show differences in signal 
amplitudes and frequencies, depending on the activation strategy utilized. This 
variability can be seen within the same subject, particularly when performing more 
complex movements that demand a more complex organization of degrees of freedom. 
Dynamic exercise is meant to investigate how the EMG acquisition system of Sense3 
performs in these dynamic scenarios.  EMG data was acquired by each EMG acquisition 
system separately under both conditions. Sense3 was worn throughout the duration of 
session, however, Sense3 did not record when testing with the traditional EMG system. 
EMG signal recordings are designated for the following muscles, shown in Figure 4.1, of 
the dominant leg: Rectus Femoris (Quadriceps), Biceps Femoris (Hamstrings), and 
Gluteus Maximus (Glutes). The Sense3 system records EMG data at a frequency of 
1024hz. Raw signal data could not be provided from the Sense3. Only the unspecified 
filtered and processed signal could be used for analysis and comparison. This experiment 
used the MA-300 EMG system, created by Motion Lab Systems, as the traditional EMG 
system. The MA-300 system, pictured in Figure 4.2, recorded EMG data at a frequency 
of 2000hz. High-pass and low-pass second-order Butterworth filtering and a zero-phase 
filter was applied to the raw signal collected from the MA-300 system. A notch filter at 
120 hz was then applied to the filtered signal to eliminate powerline interference. EMG 
signal analysis determined the EMG signal amplitude and mean and median frequency 
















Dynamometer testing includes two testing conditions: isometric (3 sec. 
maximum voluntary contraction) and isokinetic (60º/s for knee extension/flexion and 
15º/s for standing hip extension). The speeds used for isokinetic condition was 
calculated to produce muscular contractions that lasted between 1–1.5 seconds when 
going throughout the full range of motion of the exercise (70º=knee extension/flexion 
& 25º=hip extension). Each muscle of interest has its own movement to test muscle 
activation. Activations of rectus femoris is recorded during knee extension. Activations 
of biceps femoris is recorded during knee flexion. Activations of gluteus maximus is 
recorded during standing hip extension. Participants was secured into Biodex System 3 
dynamometer, shown in Figure 4.3, using standard protocol. Each muscle of the 
participant performed three individual trials of each testing condition. Trials under 
these conditions were repeated while using either Sense3 or the conventional EMG 
system. Participants were given approximately 1 min rest between trials (Mau-Moeller 









Figure 4.3. Biodex Systems 3 dynamometer 
 
4.2.1.2. Dynamic Exercise  
 
The dynamic exercise portion of the session included six trials in total per 
movement task: three trials recording EMG with Sense3 and three trials recording with 
the conventional sEMG acquisition system. Each trial requires the subject to perform a 
series of individual movements (3 in total). The movements are as follows: a body 
weight squat, a standing vertical jump, and a walk (~4m). The order of the movement 
pattern was randomized to account for learning effects. Throughout the session, 
motion capture was recorded in all trials to compare motion data and calculate 
kinematic data. Each participant performed three trials of each movement, totaling 
nine trials per participant starting with one randomized EMG system then switching to 
the other EMG system and completing the same order of movement tasks. Data was 
collected from all ten participants, resulting in ninety trials to look at all three muscle 
activations. Force plates were used to acquire forces that will subsequently be used in 
calculating joint moments using an inverse dynamics approach.  
 
4.2.2. Motion Capture 
 
During the dynamic exercise condition, each subject was set up for motion capture 






tape, infrared markers will be placed on designated anatomical landmarks. Those 
landmarks on the dominant leg include: Iliac crest of the hip, lateral knee, lateral 
Malleolus, heel, 5th Metatarsal, the sacrum, and Cervical Vertebrae 7. From these, hip, 
knee, and ankle joint kinematics can be calculated and further used for inverse dynamics. 
Calculating joint kinematics is used for dynamical analysis and to analyze whether 
variations of EMG signals are due to the acquisition system or alterations in movement 
performance. Motion capture is also used to calculate external measurements. Jump 
height was calculated from vertical movement of the sacrum marker. Following the EMG 
acquisition portion of the session, participants detached from everything besides sacrum 
marker to perform bursts. Horizontal accelerations were calculated from horizontal 
movement of the sacrum marker. Acceleration and jump heights were calculated and 
compared to the accelerometer’s readings in the Sense3 shorts.  
 
4.2.3. Force plates 
 
Force plate data was only be recorded during the squat, jump, and walk movements. 
For the squat and jump movements, participants started with the foot of the dominant 
leg on a force plate then performed the movement. For the walk movement, the 
participants walked and stepped fully onto the plate. Participants practiced the walk 
before recording to ensure that the foot lands within the boundary of the plate without 
























Chapter 5. Data Analysis 
 
5.1. EMG Signal Analysis 
 
Testing the reliability and determining the validity of the Sense3 EMG system 
involves examining the signal amplitudes and frequencies that result from recording 
muscle activations. The EMG signals collected by Sense3 and the conventional EMG 
acquisition system (MA-300) will be compared to the other trials of the same testing 
condition to determine the variance within each system. Then the EMG signals from 
Sense3 will be compared to the EMG signals of MA-300 to determine differences in the 
EMG signal data, under the presumptions that the MA-300 system is both valid and 
reliable. Testing reliability and determining validity will utilize the EMG signal analysis 
techniques are Root Mean Square (amplitudes) and Frequency Domain/Power Spectrum 
(frequencies). Due to the variance involved with EMG signal acquisition, analysis will 
always be qualitative in nature. Getting the participants to perform “uniform” 
movements via a dynamometer is meant to present more of the quantitative element to 
signal analysis and comparison. Recording EMG during dynamic exercise expected to 
increase variance thus increasing qualitative inspection.  
Statistical analysis was performed using Microsoft Excel. To determine and 
compare inter-rater reliability of both sEMG acquisition machines, two-way random 
average measures absolute agreement intra-class correlation ICC (2,k) and coefficient of 
variance (CV) was used. ICC and CV will be calculated on the testing variables: mean 
frequency, median frequency, 95th percentile of sEMG signal amplitude, and the max 
force produced. In dynamometer testing, the max force is rotational and unidirectional; 
in dynamic exercise, the max force is a vector and is most likely multidirectional. For the 
dynamometer testing results, the ICC and CV will be calculated into three groups, using 
all trials of the following testing conditions: isokinetic, isometric, and both. For dynamic 
exercise, the ICC and CV will all be calculated into three groups, using all trials of each 
dynamic exercise: squat, jump, and walk.  
The coefficient of variation is defined as the ratio of the standard deviation to the 
mean and is typically expressed as a percentage. The coefficient of variance formula is 
shown in Figure 5.1. In this study, CV is used to analyze the distribution and variance of 
the measurements of each testing variable amongst all participants’ trials in each testing 
condition. Since EMG testing of both EMG systems was not performed concurrently, 






participants as a whole not performing similarly when in both systems. Similar CVs for 
both systems can give the assumption that participants performed similarly while 
performing in both systems. Dissimilar CVs can be an explanation for poor ICC scores.   
Intraclass correlation is a descriptive statistic that can be used when quantitative 
measurements are organized into groups that describes how strongly the measurements 
resemble each other. In ICC (2,k), specifically, each subject (muscle activation) is 
measured by each rater (EMG system) and reliability is calculated by the average of k (3) 
raters’ measurements (N/A). The ICC (2,k) formula is shown in Figure 5.2. In this study, 
the measurements of the testing variables are reported in different scales between the 
two systems. Each system recorded sEMG signals at different recording frequencies 
(1024hz = Sense3, 2000hz = MA300) which skewed MA300’s mean and median 
frequencies to higher values. Further, the EMG signal amplitude recorded by Sense3 is 
reported their own processed unitless value, while MA300 reports amplitude in 
microvolts. This statistic is being used in this study to determine reliability because it 
shows correlation based on data structured as groups, despite difference of scale, rather 
than paired observations of the same scale. Additionally, direct correlations, like 
Pearson’s correlation, cannot be performed because no one can reproduce the exact 
same forces (i.e. muscle activation) repeatedly; ICC considers the variability that is sure 
to exist. The ICC and its 95% confidence limits were calculated in Microsoft Excel using 
between-subject standard deviation and within-subject standard deviation obtained 
through ANOVA one-way tests (Hopkins 2009). Munro’s descriptors for reliability 
coefficients were used to index the degree of reliability: very high correlation, 0.90–1.00; 
high correlation, 0.70–0.89; moderate correlation, 0.50–0.69; low correlation, 0.26–0.49; 
and little or no correlation, 0.00–0.25 (Jang et al. 2018).  
Reliability statistics will be collected and validity will be determined by using 
these statistics in addition to the qualitative inspection needed to infer and put the 
statistics in perspective. Coefficient of Variance is used to test reliability within each 
system and to assist in testing reliability between the systems. Conclusions drawn from 
Figure 5.1. Formula for Coefficient of Variance 






the CV values will be in terms of pass/fail. Each system for each participant will produce 
a CV value. CV values of 15% or less will be deemed passing; greater than 15% is 
failing. The number of pass/fail participants will be counted and compared to the other 
system. Intra-class correlation is used to test reliability between the two systems. Each 
participant in each condition will produce an ICC value falling under one of the 
categories mentioned previously. The totals will be counted to show how often each 
level of reliability was demonstrated. Aside from the differences in scales of the signal 
amplitudes and the skewedness of the frequencies, qualitative inspection is required 
because muscle activations (EMG measurements) are hard to reproduce. The variability 
that results should be put in perspective by looking at the torque/kinetics and 
kinematics to see if differences in the EMG measurements are due to changes in the 
individual participant’s movement strategy, by looking at kinematics, or effort, by 
looking at the produced torques and forces, or the performance of the EMG system.   
 
5.2. Motion Data Analysis 
 
Calculated horizontal average accelerations from motion capture will be 
compared to the reported average accelerations from Sense3. Calculated jump heights 
from motion capture will be compared to the reported jump heights from Sense3.  
The validity of the motion system is Sense3 will be determined by calculating the 
percent differences of jump heights and average accelerations reported by Sense3 to 























Chapter 6. Results 
 
6.1. EMG Analysis 
 
6.1.1. Dynamometer  
 
Nine participants’ trials were analyzed from isokinetic and isometric trials of 
isolated muscles (RF, BF, GM) performed on the dynamometer. Ten participants 
performed trials but EMG data from one participant was lost and full analysis could not 
be executed. Two strategies were employed when calculating the ICC and CV values 
between the two EMG systems for the four variables (intensity, 95th percentile 
amplitude, mean & median frequency). The first strategy calculated the ICC and CV 
based on the summation of all the participants’ trials grouped together from each 
testing condition. Using this strategy, ICC and CV values were grouped into: JUST 
isokinetic, JUST isometric, and BOTH; resulting in three ICC and six CV values for each 
muscle within each testing variable. The second strategy, calculated one ICC and two 
CV values for each participant for each testing condition for each muscle. For example, 
the knee extension isokinetic condition provided nine ICC values and eighteen CV 
values (n subjects = 9). Second strategy was more appropriate than the first to 
determine reliability and validity. The first strategy reported very poor ICC and CV 
values for all variables and conditions except mean and median frequency of the 
Rectus Femoris during the JUST isokinetic, JUST isometric, & BOTH conditions. By 
using the second strategy, it eliminated the variability that exists between the 
participants and provided more useful data.  
 
6.1.1.1 Intensity  
 
Nine participants completed three trials of each movement. Figure 6.1 shows 
the average peak torque (N*m) values of each isokinetic and isometric muscle 
contraction (knee flexion=BF; knee extension=RF; hip flexion=GM) recorded by the 
MA-300 EMG acquisition system and the Sense3 system. The peak torques recorded 
between each system demonstrate poor correlation. Figure 6.2 illustrates that among 
all testing conditions, 74% of intraclass correlations are deemed to have little or no 
correlations (ICC<0.25=37/50). Despite poor correlations, participants did well in 







6.1.1.2. Ninety-Fifth Percentile Max Signal Amplitude 
 
The EMG signals from the MA-300 system were filtered and processed, using Matlab, 
and reported in millivolts. The Sense3 system reported its amplitudes values in units 
specific to an undisclosed formula. The ninety-five-percentile peak EMG amplitude 
values tend to show “high” to “very high” relative reliability in all muscles during both 
isokinetic and isometric contractions. Figure 6.3 shows an isometric activation from 







Isokinetic RF Isokinetic BF Isokinetic
GM
Isometric RF Isometric BF Isometric GM
Average Max Force Production
Sense3 MA-300
Figure 6.1. Comparison of the average max force produced during each 
muscle condition when using Sense3 and MA-300 
Figure 6.2. Percentage of participants that demonstrated each level of the Intraclass 







Isokinetic RF Isokinetic BF Isokinetic GM Isometric RF Isometric BF Isometric GM
Intraclass Correlation Index Distribution for Max 
Torque Production 






shows the same activations but from the Sense3 system. Figure 6.5 shows the ICC 
distribution among all participants for each condition. Data from Rectus Femoris 
contractions demonstrated very high correlations in the majority of participants (very 
high ICC: isokinetic=7/9 & isometric=8/9). The coefficient of variance was calculated 
for each participant to be used to determine individual system reliability. The average 
coefficient of variance per system for each condition is shown in Figure 6.6. The CVs 
were almost consistently lower from the MA-300 system than from Sense3. When using 
the Sense3 system, five out of nine participants reported acceptable average CV values 
of less than 15% in both isokinetic and isometric contractions (cumulative CV average: 
isokinetic=14.43% & isometric=18.29%). A higher percentage of participants reported 
acceptable CV values when using the MA-300 system (isokinetic=6/9 & isometric=8/9), 
which would be expected from a standard EMG acquisition system (cumulative CV 
average: isokinetic=15.91% & isometric=10.36%). Data from Biceps Femoris also 
showed very high correlations in the majority of participants (very high ICC: 
isokinetic=8/9 & isometric=7/9). Both systems reported slightly less acceptable CVs 
from participants when recording BF contractions than RF contractions. Cumulative 
averages of the MA-300 system are better than those reported by Sense3. Amplitudes 
from the gluteus maximus are the least correlated and reliable among the three 
muscles in both systems. Figure 15 shows that the GM still showed high to very high 
correlation though correlation was not as strong as the other two muscles. Larger CV 
values were also recorded in the gluteus maximus, significantly from the Sense3 system 
(cumulative CV average: isokinetic=26.25% & isometric=29.40%).  








Figure 6.3. EMG signal from isometric activations of Rectus Femoris, Biceps Femoris, and 










Figure 6.4. EMG signal from isometric activations of Rectus Femoris, Biceps Femoris, and Gluteus Maximus 





















Isokinetic RF Isokinetic BF Isokinetic GM Isometric RF Isometric BF Isometric GM
Intraclass Correlation Index 
Distribution for Signal Amplitude
ICC .9-1 ICC .7-.89 ICC .5-.69 ICC .25-.49 ICC <.25
Figure 6.5. Percentage of participants that demonstrated each level of the Intraclass 









Isokinetic RF Isokinetic BF Isokinetic GM Isometric RF Isometric BF Isometric GM
Average Coefficent of Variance of Signal 
Amplitude
Sense3 MA-300
Figure 6.6. Average Coefficient of Variance demonstrated by both EMG systems when 






6.1.1.3. Mean Frequency  
 
The Sense3 and MA-300 systems showed nearly unanimous very high 
correlations of mean frequency values in the Rectus Femoris and Biceps Femoris. 
Figure 6.7 shows that all participants reported very high correlations in RF isokinetic 
and isometric contractions. All but one participant reported very high correlations in BF 
isokinetic and isometric contractions. Among all participants, nearly all CV values of 
mean frequency values reported were acceptable from both systems during BF and RF 
contractions. The cumulative averages of CV values, shown in Figure 6.8, from Sense3 
RF and BF (isokinetic & isometric) contractions are 8.82% & 4.38% (RF) and 8.82% & 
1.85 (BF), respectively. Coefficient of variance values from MA-300 were even more 
repeatable, reporting cumulative averages of 3.77% & 1.95% (RF) and 3.27% & 3.29 
(BF), respectively. The differences between the cumulative CV averages for each 
condition was calculated to highlight the disparities in reliability. The differences 
between the systems’ averages in BF and RF conditions were around 5% or lower. 
When looking at the GM conditions, the differences in CV were closer to 8%. Out of 
eight participants in the GM conditions, only four had acceptable CV values in the 
isokinetic condition and six had acceptable CV values in the isometric condition. Not as 
many participants showed very high levels of correlations in the gluteus maximus 
conditions (very high ICC: isokinetic=4/8 & isometric=3/8). Aside from those with very 








Isokinetic RF Isokinetic BF Isokinetic GM Isometric RF Isometric BF Isometric GM
Intraclass Correlation Index 
Distribution for Mean Frequency
ICC .9-1 ICC .7-.89 ICC .5-.69 ICC .25-.49 ICC <.25
Figure 2. Percentage of participants that demonstrated each level of the Intraclass 








6.1.1.4. Median Frequency 
 
The ICC and CV values from the median frequency values are similar to those 
gathered from the mean frequency values. Figure 6.9 shows “high” to “very high” 
interclass correlations between both EMG systems for the BF and RF muscles. 
Correlations for GM conditions vary from “little to no” to “very high” correlation. 
Coefficient of variance values reported by the MA-300 were nearly all in the acceptable 
range for all testing conditions (51/52 of participants’ trials). The Sense3 system had 
more acceptable CV values during the isometric trials than isokinetic (isokinetic=16/26 
& isometric=24/26). To be expected, cumulative averages of CV for each condition was 
lower when recorded by the MA-300 system than when recorded by Sense3, shown in 
Figure 6.10. The differences between the averages of the two system are about 3% or 
lower in RF and BF conditions and 6% - 8% in GM conditions.  
 
Figure 3. Average Coefficient of Variance demonstrated by both EMG systems when 
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Isokinetic RF Isokinetic BF Isokinetic GM Isometric RF Isometric BF Isometric GM
Intraclass Correlation Index 
Distribution for Median Frequency
ICC .9-1 ICC .7-.89 ICC .5-.69 ICC .25-.49 ICC <.25
Figure 4. Average Coefficient of Variance demonstrated by both EMG systems when 










6.1.2. Dynamic Exercise  
 
 Sense3 did not acquire enough successful trials to do proper EMG analysis. A 
component of the research experiment was to witness the performance of Sense3’s 
EMG acquisition in dynamic movement situations. The inability to record an acceptable 
EMG signal during the movement correlates to a fail if Sense3 were to be used in a real 
world, dynamic scenario. While observing each muscle activation in each trial, the 
activations were classified into a category (YES, NO, MAYBE), in reference to if the 
activation is acceptable to be analyzed. Selection to YES category was dependent on if 
a clear beginning and ending to the activation was observed. Activations placed in the 
MAYBE category was due to the recorded signal having minimal parts of the activation 
not captured by the electrodes and/or not being able to confidently determine the 
beginning or ending of the activation. People implement different movement 
strategies in order to perform dynamic movements or exercises. This results in different 
muscles being utilized more or less in one participant versus the next. Issues that 
placed activations in the NO category was due to large holes in the signal, massive 
noise, the activation being poorly measured or not measured at all, or unable to 
determine the beginning or ending of the activation. Figures 6.11, 6.12, & 6.13 
represent actual activations from participants in the study recorded by Sense3. Out of 
the ninety trials, only 23% of Rectus Femoris (MAYBE=8%; NO=69%) activation signals 
from Sense3 were in the YES category, while only 3% of activations from the Biceps 






in the YES category. Only one trial had useable signals for each of the three muscles. 
Since a large percentage of signals could not be analyzed, validity and reliability 
analysis assays could not be performed nor compared to the MA-300 system. As a 
result, kinetics and kinematics were no longer necessary.  
 
 
Figure 6.11. Example of a Sense3 recorded muscle activation that fell into the "YES" category. This is the EMG 





























Figure 6.12. Example of a Sense3 recorded muscle activation that fell into the "MAYBE" category. This is the EMG 
signal from the right Rectus Femoris of participant 110 during "Jump - Trial 2". 
 
 
Figure 6.13. Example of a Sense3 recorded muscle activation that fell into the "NO" category. This is the EMG 

























6.2. Motion Analysis 
 
Motion capture was done during dynamic exercise trials. Certain software 
needed to be ran during jump and burst trials, in order to collect the jump height and 
acceleration data from Sense3. This software was not executed for a sufficient amount 
of participants and trials to be acceptable for analysis and for conclusions to be made. 
There were sessions where the software was operating during these trials but problems 
arose when attempting to download the data. The motion analysis of horizontal 
acceleration and jump height could not be completed in this study. The inability to 
perform motion analysis acceptable since motion analysis was not the main purpose of 


































Chapter 7. Discussion 
 
This study was designed to test reliability and determine the validity of a textile-
infused wearable EMG system, Sense3, in a controlled and dynamic environment. Due 
to differences in the scale or units used in measuring the EMG signal characteristics, 
alternative methods of measurement comparison and statistical analyses needed to be 
performed. Since a measuring device can be reliable and not be valid, by testing and 
confirming reliability and combining that with verification from qualitative inspection, 
validity of the system can be assumed. Reliability analysis results show that the EMG 
data measurements are highly correlated between both systems when using the 
dynamometer, supporting reliability in these controlled environments. The repeated 
inability for Sense3 to record useable and decipherable EMG signals represented poor 




In order to determine the reliability of the Sense3 EMG acquisition system, EMG 
data collected from Sense3 was correlated and compared to EMG data collected from 
the MA-300 system. Intra-class correlation (ICC) and Coefficient of Variance (CV) was 
calculated on the data collected for the following variables: max torque recorded 
during contraction, 95th percentile peak EMG signal amplitude, mean frequency, and 
median frequency. The CV is being utilized to show how reliable each system is 
compared to itself. ICC is being used in reliability analysis to compare EMG 
measurement performance of Sense3 to the performance of a standard EMG system 
(MA-300). ICC statistics were calculated for each condition using all the three trials 
performed by each participant. Research shows that the average of repeated sEMG 
measurements demonstrate higher reliability than from single measurements (Jang et 
al. 2018). Muscular contractions and the corresponding EMG signal are inherently 
variable and the average of multiple trials would be a better representation to compare 
across systems. The two EMG systems did not collect EMG data concurrently, which I 
believe had a negative influence on the correlations seen between the two systems. 
The variability that exists when attempting to recreate muscular contractions would be 
expected not to have as much influence if the two EMG systems recorded at the same. 
Essentially, for a given condition, the participant would create three muscular 
activations and six EMG signals would be produced (three from Sense3 and three from 
MA-300). However, in this experiment, the participant created six muscular activations 
resulting in the six EMG signals used in this analysis. It would have been more 
appropriate to perform the EMG recordings at the same time, to ensure that the 






The correlations from the recorded peak torques were shown to be very poor in 
all isometric conditions (RF, BF & GM) and in the Rectus Femoris and Biceps Femoris 
isokinetic conditions. According to Figure 6.12, at least 66% of participants recorded 
ICC values less than 0.25 (very poor correlation) in each of these conditions. The 
isokinetic GM condition was the only condition with less than 38% of participants 
showing very poor ICC values and at least 50% of participants with ICC values greater 
than 0.7. As previously stated, muscular contractions are difficult to reproduce 
perfectly, thus poor torque correlation values are not completely unexpected. 
Performing EMG recordings concurrently would have eliminated these discrepancies. 
Additionally, it should be noted that the dynamometer system is old and some 
measured torques appeared to be not correct. Torque measurements within the same 
participant would be significantly different despite the same apparent amount of effort. 
Collecting ICC values from the peak torque variable was necessary to determine, in the 
event that the other variables poorly correlated within and/or between EMG systems, if 
the poor correlations were due to changes in the participant’s effort or poor reliability 
performance of the EMG system. If improper torques were reported by the 
dynamometer’s software, then this would have an impact on the ICC values collected 
during data analysis. However, either way, Figure 6.1 shows the average torques 
produced among the participants for each condition and the figure shows that peak 
torques produced were consistent, with the MA-300 system having the slightly higher 
torques. So, for this variable, the values from the two systems did not correlate but 
they are sufficient enough to believe that exertions put into the muscular activations 
were alike within each participant.  It is valuable to look at the torques created however 
torque is not perfectly correlated with effort (EMG amplitude). Analysis of 95th 
percentile peak EMG signal amplitude values showed more promising results that 
suggest acceptable reliability of the system. In all isokinetic and isometric conditions, at 
least 87.5% of participants’ trials demonstrated “high” to “very high” correlation 
values. Figure 6.5 shows that the Rectus Femoris and Biceps Femoris contractions 
(isokinetic/isometric) having higher percentages of very good ICC values than 
contractions of the gluteus maximus. A theory for the greater variance shown in 
Gluteus Maximus values is due to the design to isolate GM activations. Based on the 
hip extension protocol, it was observed that participants could and would recruit the 
hamstrings to assist in the movement. The recruiting of additional muscles not only 
affects the torques produced but the EMG signal amplitudes as well. The greater 
variance of the GM is also shown when looking at CV values. The averaged CV values 
from MA-300 amplitude measurements (isokinetic: 15.91%, 11.07%, 16.15%; isometric: 
10.36%, 12.06%, 12.45) are smaller and more consistent among the RF, BF, and GM 
than Sense3 measurements (isokinetic: 14.43%, 18.45%, 26.25%; isometric: 18.29%, 






muscles in both the isokinetic and isometrics and in both EMG systems. The largest 
increase of variance between the two systems is shown in the GM of Sense3 during 
isokinetic and isometric trials. The differences between MA-300 average CV to Sense3 
average CV for GM contractions are 10.10% (isokinetic) and 16.95% (isometric) which 
suggests that Sense3 measuring of GM is not as reliable as MA-300. Figure 6.6 shows 
the differences of CV between each system. Research suggested that CV values of 
acceptable reliability for EMG signal measurements to be less than 15%, which are 
satisfied in almost all standard EMG acquisition system (MA-300) conditions. On the 
other hand, when all participants’ CV are averaged together, almost none of the 
Sense3 conditions satisfied this condition. However, I believe that since the standard 
EMG system is expected to be more reliable than the developing EMG wearable, it is 
necessary to look at the differences in average CV between the two systems, which are 
shown in Figure 6.6. Percent differences of less than 8% in the RF and BF conditions 
are more acceptable for reliability than the differences shown for GM conditions 
(10.10% & 16.95%). Also, the greater CV averages in Sense3 could be due to 
difference in scale of the measuring units; MA-300 presented amplitude in millivolts 
(calculated in sub-1, decimal form) as Sense3 presented amplitude in on an arbitrary 
scale (calculated through unique algorithm processing) with ranges up to almost 500 
units. The discrepancies in CV values due to differences in scales is further supported 
since correlations of this variable were almost unanimously “high” to “very high” 
despite the higher CV values. Statistical analysis of mean and median frequencies 
presented similar results (Figure 6.7 & Figure 6.9). In both categories, 100% of 
participants garnered “highly” to “very highly” correlated ICC values during isokinetic 
and isometric RF and BF conditions. CV averages for these conditions all fell below 
10%, which satisfies the acceptable CV limit (15%). The MA-300 system consistently 
had better CV average values than Sense3, but the differences between the two 
averages were all less than 5% (for RF and BF conditions). Poorer performance was 
shown by Sense3 in GM conditions. From the analysis of mean frequencies, less than 
50% of participants showed “high” to “very high” correlation for this muscle. The CV 
averages were the largest in the GM out of three muscles for both systems in isokinetic 
and isometric conditions, however, Sense3 produced CV values higher than 10%. This 
resulted in much higher CV average differences between the systems in GM compared 
to RF & BF, shown in Figure 6.8. In analysis of median frequencies, less than 63% of 
participants showed “high” to “very high” correlation for the GM in comparison to the 
100% of participants with “high” to “very high” correlations in the RF & BF muscles. CV 
averages were again largest in GM conditions and produced the highest CV average 
differences. Despite CV averages of the GM not being as impressive as in RF or BF, the 
measurement of mean and median frequency by Sense3 still satisfies the acceptable 









Validity was expected to be determined through quantitative analysis and 
qualitative inspection of the EMG signal characteristics. Statistical analysis using the 
coefficient of variance provided the foundation of quantifying the reliability of the 
Sense3 EMG system. This statistic further allowed the reliability of Sense3 to be 
compared to that of a standard EMG acquisition system (MA-300), under the 
presumption that the standard machine is highly reliable. The reliability of Sense3 using 
the coefficient of variance could be determined without comparing to those of the MA-
300, however, it was beneficial to see how much of a difference the performance of 
Sense3 was compared to the gold standard. Confirming reliability of a system within 
one of the conditions for any of tested EMG signal characteristics was uncertainly 
determined by a 15% average coefficient of variance threshold. Meaning, if the 
average of all participants’ CV when using one of the systems is greater than 15%, then 
it has insufficient reliability, but if the average CV is less than 15% then the system has 
acceptable reliability. In this instance, this threshold is weakly determinant, which is why 
comparison of the CV between systems was necessary, because the average CV of 
Sense3 may be near or greater than the 15% threshold for CV but still relatively close 
to the CV of MA-300. This threshold is also indeterminant because it represents the 
average of all the participants of the testing condition. If multiple participants 
individually achieved CV values higher than the threshold then the average CV for the 
system may surpass the threshold as well, designating insufficient reliability for the 
system used. This was shown to occur in the data. When looking at data from the 
signal amplitude, shown in Table 6.1, not all participants passed the threshold. The 
actual amount in all conditions varied around 50% of participants passing for Sense3 
and MA-300 would have more participants passing than Sense3. When looking at the 
individual CV values for mean and median frequencies using Sense3, the number of 
passing participants were almost unanimous in all conditions except those the 
isokinetic conditions for median frequency and the gluteus maximus in the isokinetic 
condition for mean frequency, see Table 6.1. This is not too big of a surprise since 
Sense3 performed well and passed the average CV threshold in all conditions including 
those of the gluteus maximus, yet these conditions had the largest disparity between 
the two systems, refer to Figure 6.8 and Figure 6.10. The Coefficient of Variance values 
were also used to support the Intra-class correlation values between Sense3 and MA-
300. Almost unanimous “high” to “very high” correlations were seen in the Rectus 
Femoris and Biceps Femoris for all three variables, signal amplitude and mean and 
median frequencies. These high correlations support acceptable reliability and a claim 






Gluteus Maximus. Multiple participants actually showed little to no correlation for the 
mean frequency and median frequency variables in this muscle. The poorer 
performance of Sense3 in Gluteus Maximus conditions, shown by the Coefficient of 
Variance values and Intraclass correlation, suggests that improvements need to be 
made. If the ability to monitor Gluteus Maximus activations were similar to its ability to 
monitor the activations of the Rectus Femoris and Biceps Femoris, Sense3 should be 
confirmed as valid in these slow controlled movements simulated by the dynamometer.  
The ultimate validation of Sense3’s EMG capabilities was expected to be tested 
and determined by its ability to record muscular activations during dynamic 
movements. Sense3 was tested using a protocol that simulated real-world applications 
of the product. Sense3 failed at its attempts to record muscular activations during 
these situations. Parts of and whole activations were missing from the EMG signal in 
most trials, prohibiting the ability to analyze the EMG signals during these trials. No 
other conclusion can be made except the invalidity of Sense3 EMG acquisition 






























Chapter 8. Limitations 
 
There were limitations in the design and execution of this study that hindered the 
ability to give a stronger determination of the validity and reliability of Sense3 EMG 
acquisition system and motion tracking system. Isolating the activation of the Gluteus 
Maximus was a bit of a challenge given the design and limitations of the structural and 
software components of the dynamometer. The dynamometer had protocols already in 
place to examine isolated quadricep and hamstring performance, however, the 
machine’s hip extension protocol did not induce high levels of muscular activation in 
the Gluteus Maximus. A manipulation of the system’s standard protocol was executed 
to induce to isolate activation in this muscle. Much greater amplitude levels were seen, 
but I noticed that small but detectable levels of activation was seen in the hamstring of 
most participants. Recruitment of the hamstring, even minimal and variable amounts, 
could have led to the more variable results seen in the Gluteus Maximus EMG signal 
variables than in Biceps Femoris and Rectus Femoris. Another limitation of the study 
was due to the Sense3 shorts that were used in the study. Only three shorts were 
provided to be used in the study. Two of the shorts were relatively the same size and 
the third was slightly larger. Essentially, the shorts didn’t fit each participant uniformly. 
It is expected to see differences in the strength of signal between participants due to 
factors such as muscle size and muscle activation and overlying fat levels, but shorts 
would need to be customized for the individual for proper alignment of the electrodes 
in order to see optimal results. I would also suggest some way to prevent sliding and 
bunching up of the shorts during movement. Aside for the fitting of the shorts, Strive 
advised applying water to the electrodes before testing to optimize results. Applying 
water was not implemented until after the first couple of participants. This continued 
for a few participants, but then was aborted for the remaining participants.  
Nevertheless, a noticeable difference between results were not seen between the 
middle participants with the beginning and ending participants.  
A theory for poorer performance of Sense3, primarily in the Gluteus Maximus, is 
due to improper placement of electrodes on the belly of the intended muscle. There 
were three Sense3 shorts used in the study by the ten participants, each participant 
self-selected which pair they would use for testing. The shorts would fit the participants 
differently: tighter, looser, electrodes placed higher or lower. The Gluteus Maximus is 
the largest muscle on the human body which gives it the highest chance for improper 
electrode placement. Another theory is that the electrodes used in Sense3 are not as 
high quality as the standard EMG system, MA-300. 
Along with a proper warmup to prepare the muscles for maximum voluntary 
contractions, participants should have been better familiarized with executing the 






movement, participants would commit errors in execution. This could be also due to 
the old machine and associated software. Another limitation may be apparent during 
the trials of knee flexion. Between each of these trials, the participant would have to 
hold their leg up in a knee extended position for a time frame between a few seconds 
to a minute. This may have caused fatigue in some instances and affected the 
proceeding muscle activation.  
More limitations were seen during the recording of the EMG signal in the 
Sense3. The MA-300 system and Sense3 recording the EMG signals of equivalent 
muscular contractions at different recording frequencies. The MA-300 system recorded 
at a frequency of 2000hz which Sense3 recorded at a frequency of 1024hz. This caused 
the frequency spectrums presented by the MA-300 system skewed higher, presenting 
mean and median frequency values roughly 100hz higher than those presented by 
Sense3. Intra-class correlation needed to be used to compare these frequencies 
instead of a more direct correlation approach. Measuring the activations at the same 
recording frequency would have shown if Sense3 is recording the same frequencies as 
MA-300 or not. Also, Sense3 does not present its EMG signal amplitude in voltages 
units. After measuring the signal, Sense3 processes the signal and presents the 
amplitude in range dependent on an algorithm in the processing code. This too 
required assumptions made through intraclass correlation instead of more direct 
comparisons. Lastly, Sense3 was unable to record an acceptable amount of sufficient 
EMG signals from dynamic exercise trials. Since so much of that data was unusable, 
validity and reliability analyses could not be performed thus resulting unacceptable 






















Chapter 9. Conclusion 
 
The Sense3 EMG acquisition system showed high reliability in activations of the 
RF and BF during dynamometer trials, determined by the high to very high ICC values 
and the comparable CV values between the two systems. Activations in the GM also 
presented high to very high correlations, though not in as many participants, as well 
the CV values not being as small as those shown in RF and BF signals. Validity of 
Sense3 as a sports performance-based EMG wearable cannot be recommended due to 
its inability to record acceptable EMG signals during dynamic movement in addition to 
many of the limitations stated above. Testing reliability of the Sense3 EMG system 
during dynamic movement could not be attempted since a small percentage of the 
collect signals, from dynamic exercise trials, were useable for analysis. Performance 
during dynamic exercise is important to be used as an athletic performance device. 
The inability to record acceptable EMG signals in these situations is of major concern, 
since athletic performance involves dynamic movements, not isolated, simple 
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